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X.  INTRODUCTION 


Many  approaches  and  methods  have  been  applied  to  determine  the  aromatic 
content  of  fuels  and  lubricants.  Correlations  of  data  from  the  various  meth¬ 
ods  have  been  made  to  some  of  the  physical  properties  of  fuels  and  lubri¬ 
cants,  but  more  importantly,  to  the  performance  in  engines.  Some  such 
methods  and  properties  are  aniline  point,  smoke  point,  index  of  refraction, 
density,  aromatics  by  fluorescent  indicator  analysis,  mass  spectrometry, 
nuclear  magnetic  resonance  (NMR),  infrared  spectroscopy,  specific  dispersion, 
and  heat  of  combustion.  Relationships  exist  between  a  sample's  aromaticity, 
that  is,  the  amount  of  aromatic  ring  carbon,  and  its  physical  property  or  the 
results  of  the  analytical  technique  applied.  However,  the  correlations  are  not 
clear  in  many  cases  and  are  subject  to  many  interferences  or,  in  some  cases, 
are  very  arbitrary.  The  lack  of  a  direct  method  for  the  determination  of 
aromaticity  has  demanded  a  new  look  at  the  need  and  the  really  significant 
areas  of  interest. 

Aromaticity  is  the  primary  factor  that  alters  the  carbon-hydrogen  ratio  of  a 
fuel  and,  as  a  result,  the  air-fuel  ratio  required  to  obtain  stoichiometric 
combustion  for  maximum  engine  efficiency.  Aromaticity  is  the  major  factor 
that  influences  the  production  of  smoke  in  turbine  engine  exhaust.  The  soot 
particles  produced  cause  radiation  overheating  of  critical  engine  components, 
reducing  engine  life.  Increased  aromaticity  can  produce  increased  unburned 
hydrocarbons  in  engine  exhaust,  thus  polluting  the  atmosphere.  Recent  work 
indicates  polynuclear  aromatic  hydrocarbons  and  particulates  in  diesel  engine 
exhaust  may  be  directly  related  to  diesel  fuel  aromaticity. 

Aromaticity  in  lubricant  basestocks  has  been  correlated  to  sludge  and  varnish 
formation.  There  has  also  been  considerable  interest  in  correlating  aroma¬ 
ticity  of  lubricants  to  polynuclear  aromatic  hydrocarbons  in  engine  exhaust. 

Most  of  the  current  methods  for  aromatics  are  troubled  by  interferences  or  by 
other  molecular  structures  being  measured  as  well.  For  example,  liquid 
chromatography  can  accurately  determine  the  aromatic  content  of  a  fuel  or 
lubricant,  but  in  so  doing,  determines  the  total  amount  of  molecules  that 
include  any  aromaticity.  In  order  to  correlate  aromaticity  to  fuel  and  lubri¬ 
cant  performance,  only  the  aromatic  portion  of  the  sample  molecules  must  be 
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determined.  Other  methods  which  give  more  specific  data  about  the  aroma¬ 
ticity  of  fuels  or  lubricants  are  subject  to  interferences  and  errors,  or  re¬ 
quire  expensive  and  not  always  available  instrumentation.  Such  methods, 
mass  and  NMR  spectroscopy,  are  capable  of  measuring  either  the  aromatic 
ring  structure  or  the  amount  of  hydrogen  bound  to  the  aromatic  ring.  How¬ 
ever,  both  methods  require  specially  trained  personnel  and  very  expensive 

instruments.  Gas  chromatography  (GC)  has  been  used  successfully  by  Sta¬ 
ll)* 

vinoha  and  Newman  to  determine  aromatic  compounds  in  gasoline  but  is 

limited  to  compounds  boiling  below  250°C.  Higher  boiling  aromatic  compounds 

found  in  diesel  fuels  and  lubricant  base  stocks  are  not  candidates  for  this 

method.  Capillary  GC  methods  are  not  adequate  for  the  higher  boiling  ranges 

because  of  complexity  of  composition  and  lack  of  adequate  standards.  Some 

(2) 

special  applications  of  GC  to  the  analysis  of  polynuclear  aromatics  are 

specific  for  certain  unique  compounds  but  such  methods  are  limited  and  not 

capable  of  defining  the  many  compounds  present  in  middle  distillates  and 

(3) 

lubricant  basestocks.  Mengenhauser  ,  in  his  work  on  a  NMR  method,  has 
prepared  an  excellent  review  and  summary  of  the  available  methods  for  aro¬ 
matics,  and  has  indicated  the  strengths  and  weaknesses  of  each.  In  his 
review  of  ASTM  Method  D  1017,  an  ultraviolet  method,  he  points  out  the 
boiling  range  limitation  of  the  method.  Since  only  the  245  to  275  nano¬ 
meter  (nm)  region  of  the  ultraviolet  spectrum  is  used,  this  method  is  limited  in 
its  application.  The  method  described  in  this  report  utilizes  the  190  to  350nm 
range  and  will  be  shown  to  be  broad  in  scope  and  application. 

II.  APPROACH 

Ultraviolet  (UV)  spectroscopy  was  selected  as  a  candidate  method  to  determine 
aromaticity  since  absorption  in  the  ultraviolet  region  of  the  spectrum  is  rela¬ 
tively  free  from  alkyl  substituent  effects,  it  can  be  selective  as  to  the  number 
of  fused  rings  and  is  rapidly  performed  on  readily  available  equipment.  Also, 
aromaticity  can  be  determined  in  the  UV  region  without  having  to  determine 
the  molecular  weight  of  the  sample  or  any  of  its  components. 

*  Superscript  numbers  in  parentheses  refer  to  the  list  of  references  at  the 
end  of  this  report. 
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The  unique  advantage  of  ultraviolet  absorption  spectroscopy  in  analyzing  for 
aromaticity  is  that  substituted  benzenes,  naphthalenes,  and  anthracenes  each 
have  absorption  maxima  at  different  wavelengths.  The  absorption  maximum 
for  substituted  benzenes  occurs  at  195nm  ±  5nm,  substituted  naphthalenes  at 
225nm  ±  5nm,  and  anthracenes  at  255nm  ±  5nm.  Figure  1  shows  typical 
absorption  spectra  of  these  three  types  of  compounds.  To  take  advantage  of 
these  unique  absorption  properties  and  analyze  for  the  three  types  of  compo¬ 
nents  simultaneously,  it  is  necessary  to  determine  response  factors  from  the 
absorption  coefficients  of  pure  samples  of  each  type  of  aromatic  compound  at 
each  of  the  three  wavelengths,  and  establish  matrix  inversion  procedures  to 
solve  three  equations  in  three  unknowns. 

From  Figure  1,  one  can  see  that  for  the  substituted  benzenes,  the  k  band 
absorption  at  195nm  is  approximately  two  orders  of  magnitude  greater  than 
the  b  band  absorption  at  255nm.  A  sample  concentration  in  solvent  producing 
an  optimum  absorbance  of  0.2-0. 7  for  the  b  bands  will  be  totally  opaque  for 
the  k  hands*  From  the  Beer-Lambert  equation, 


A  -  abc 


where 

A  =  absorbance  at  the  wavelength  in  question 
a  =  absorptivity  constant  at  that  wavelength 
b  =  optical  pathlength 

c  =  concentration  of  absorbing  component, 


it  is  apparent  that  the  only  means  to  reduce  absorbance  at  a  given  wave¬ 
length  is  either  to  reduce  the  concentration  by  dilution,  or  to  shorten  the 
optical  pathlength.  Sample  dilution  is  time  consuming  and  introduces  errors. 
Retaining  long  pathlengths  allows  trace  solvent  impurities  to  increase  solvent 
absorption  at  wavelengths  below  210nm  until  severe  energy  limitations  occur. 


Based  on  these  considerations,  it  is  advantageous  to  reduce  the  optical  path- 
length  as  the  absorbance  increases  at  shorter  wavelengths.  Thus  dilution  is 
avoided  and  standard  spectroscopic  grade  paraffinic  or  cycloparaffinic  sol¬ 
vents  may  be  used  without  further  purification  because  proper  sample  concen¬ 
tration  will  require  pathlengths  of  0.010cm  near  200nm  and  such  solvents  have 
minimal  absorbance  at  such  pathlengths. 
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FIGURE  1.  TYPICAL  ULTRAVIOLET  ABSORPTION  SPECTRA  FOR 
SUBSTITUTED  BENZENES,  NAPHTHALENES,  AND  ANTHRACENES 


Earlier  work  employed  variable  pathlength  micrometer  cells  for  incrementally 
reducing  pathlength  as  sample  absorbance  increased  at  the  shorter  wave¬ 
lengths.  This  approach  was  effective  and  used  for  some  time,  but  the  pre¬ 
cision  of  the  technique  was  greater  than  5%  and  improvement  was  desirable  for 
most  applications.  Matched  pairs  of  fixed  pathlength  cells  of  0.010cm  and 
0.10cm  were  obtained.  They  are  accurate  in  pathlength  and  meet  the  require¬ 
ments  of  the  method. 

III.  EXPERIMENTAL 

When  an  appropriate  concentration  of  sample  is  prepared  in  spectrograde  cy¬ 
clohexane,  placed  in  the  1.00,  0.10,  and  0.010cm  path  sample  cells  with  cy¬ 
clohexane  in  the  matching  reference  cells,  the  spectrum  from  350  to  190nm 
may  be  recorded  without  father  dilution  if  the  pathlength  is  reduced  by 

changing  cells  at  appropriate  points.  A  practical  sample  concentration  has 
been  found  to  be  in  the  range  of  8  to  10mg/25ml  cyclohexane.  In  the  case  of 
heavy  fuels  or  lubricant  basestocks,  the  sample  may  be  weighed  into  the 

volumetric  dilution  flask.  In  the  case  of  more  volatile  fuels,  10.0  microliters 

of  fuel  are  added  to  the  dilution  solvent  in  the  flask  with  a  10  microliter 

syringe  and  the  specific  gravity  of  the  fuel,  determined  separately,  is  used 

to  calculate  the  sample  weight.  A  typical  UV  spectrophotometer  recorder 

tracing  is  shown  in  Figure  2.  As  the  spectrum  is  scanned  toward  lower 

wavelengths,  the  absorptivity  of  the  aromatics  increases  to  such  a  point  that 
the  absorbance  of  the  solution  will,  at  some  point,  exceed  1.0.  The  scan  is 
stopped  at  this  point,  wherever  it  may  occur,  and  the  1.00cm  cells  in  both 
the  sample  and  reference  beam  are  replaced  by  the  0.10cm  cells.  This  proce¬ 
dure  reduces  the  absorbance  to  0.1,  and  the  scan  is  continued.  This  process 
is  repeated  when  the  absorbance  reaches  1.0  again  by  replacing  the  0.10cm 
cells  with  the  0.010cm  cells.  Usually,  pathlengths  of  0.010cm  are  short 

enough  to  obtain  the  full  spectrum  to  190nm  without  dilution  of  the  sample. 
The  short  pathlengths  of  solvent  in  both  the  reference  and  the  sample  beams 
allow  scanning  to  low  wavelengths  such  as  190nm  without  purification  v>t 

solvents  or  operation  under  limited  energy  conditions.  The  absorbance  values 

at  maxima  near  195,  225,  and  255nm  are  read  from  the  spectrum  tracing, 

factor  corrected  for  the  pathlength,  and  inserted  into  a  matrix  inversion 

calculation  to  determine  the  concentration  of  mono-,  di-,  and  tri-aromatic  ring 
carbon  in  the  sample. 


ABSORBANCE,  0-1 
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IV.  STANDARDIZATION 


Determination  of  absorptivity  coefficients  was  determined  by  recording  the 
absorption  spectra  of  numerous  pure  compounds.  The  previously  described 
procedure  was  followed  in  each  case.  The  cells  must  be  carefully  cleaned  and 
matched  so  that  no  errors  are  introduced  by  the  cells  themselves.  Cleanli¬ 
ness  must  be  rigorously  maintained,  and  blank  and  standard  runs  must  be 
performed  regularly  to  assure  continued  quality  and  accuracy.  Average 
absorptivity  for  each  type  of  ring  carbon  at  195,  225,  and  255nm  was  cal¬ 
culated.  These  average  values  are  employed  in  the  matrix  calculation  for 
weight  percent  of  one-,  two-,  and  three- ring  carbon. 

V.  APPLICATION 


More  than  30  lubricant  basestock  samples  were  analyzed  by  this  technique. 

The  samples  were  both  virgin  basestocks  and  re-refined  basestocks  from  a 

wide  variety  of  sources.  The  data  obtained  appeared  to  be  reasonable,  but 

no  standard  of  comparison  was  available.  The  method  was  also  applied  to 

middle  distillate  fuels  where  good  correlation,  was  obtained  to  smoke  point  and 
(4) 

combustion  data.  However,  some  comparison  was  needed  for  the  lubri¬ 

cants. 


Methods  which  have  been  used  for  the  determination  of  aromaticity  by  other 
workers  are  the  specific  dispersion  method ^  and  the  infrared  method  of 
Brandes.^  The  specific  dispersion  method  involves  measuring  the  refractive 
index  of  the  sample  at  two  different  wavelengths  in  the  visible  light  spectrum 
and  determining  the  sample's  specific  gravity.  The  specific  dispersion  is 
calculated  as  follows: 


S.D. 


V 


d 


x  10 
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where 

nXi  "  *ndex  refraction  of  sample  at  first  wavelength,  Xi 

nj^2  "  index  of  refraction  of  sample  at  second  wavelength,  X2 
d  ”  specific  gravity  of  the  sample 


Correlation  of  specific  dispersion  values  to  lubricant  performance  has  been 
shown. ^  However,  specific  dispersion  is  only  a  relative  value  and  cannot 
be  employed  to  determine  true  aromatic  content. 

The  infrared  method  by  Brandes  involves  the  measurement  of  the  infrared  ab¬ 
sorbance  of  a  sample  at  the  1610  cm  *  produced  by  the  conjugated  carbon- 

carbon  double  bonds.  The  3randes  method  is  designed  to  produce  correlating 

(7) 

data  to  the  ndm  method  which  is  based  on  index  of  refraction,  density, 
and  molecular  weight  data.  In  order  to  obtain  correlation,  the  calculation 
contains  certain  terms  which  gives  a  positive  value  for  weight  %  aromatic 
carbon  even  when  the  IR  absorbance  at  1610  cm  *  is  zero.  This  obvious 
error  cannot  be  accepted  for  a  modern  analytical  method. 

As  an  alternative,  a  series  of  known  aromatic  compounds  were  used  to  recali¬ 
brate  the  basically  sound  approach  of  an  infrared  method.  Classical  methodo¬ 
logy  was  employed  to  obtain  absorptivity  coefficients  for  weight  %  ring  carbon 
at  1610  cm  *.  All  lubricant  samples  were  then  recalculated  using  these  coef¬ 
ficients  . 


VI.  DISCUSSION 

All  lube  oil  data  obtained  are  shown  in  Table  1.  For  clarity  and  simplicity, 
summarized  data  are  illustrated  in  Figure  3,  entitled  "Comparison  of  Aroma¬ 
ticity  Data  From  Several  Methods." 

All  data  are  plotted  and  compared  to  the  sum  of  the  one-,  two-,  and  three- 
ring  weight  %  carbon  found  by  UV.  Thus,  the  better  the  agreement  between 
the  compared  method  data  and  the  UV  data,  the  closer  the  data  points  ap¬ 
proach  the  line.  Since  the  specific  dispersion  data  form  an  arbitrary  scale 
and  do  not  directly  correlate  numerically,  they  are  not  expected  to  coincide 
with  any  of  the  other  data.  However,  the  trend  of  the  specific  dispersion 
data  is  indicative  of  the  general  merit  of  each  of  the  methods.  Only  a  limited 
number  of  samples  could  be  analyzed  by  this  method  because  the  method  is 
not  applicable  to  samples  which  are  highly  colored.  The  majority  of  the 
re-refined  oil  samples  were  too  highly  colored  to  measure  refractive  index. 
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TABLE  1.  AROMATICITY  FOR  LUBRICATING  OILS 


Number 

Specific 

Dispersion 

Value 

Mono-Ring 

Ultraviolet 
Di-Ring  Tri-Ring 

Total 

IR1 

IR2 

AL- 

6755 

2.20 

0.33 

0.02 

2.55 

4.11 

1.83 

6791 

— — 

2.13 

0.40 

0.03 

2.56 

4.01 

1.77 

6792 

— 

3.18 

0.69 

0.11 

3.98 

4.30 

1.95 

6793 

— 

2.69 

0.59 

0.07 

3.35 

4.50 

2.07 

6794 

— 

3.71 

0.73 

0.09 

4.53 

5.86 

2.93 

6795 

3.13 

0.68 

0.04 

3.85 

5.47 

2.68 

6796 

— 

3.11 

0.71 

0.09 

3.91 

5.18 

2.50 

6798 

— 

2.19 

0.33 

0.02 

2.54 

3.82 

1.65 

6799 

— 

2.28 

0.36 

0.02 

2.66 

3.82 

1.59 

6800 

— 

3.29 

0.93 

0.18 

4.40 

6.44 

3.29 

6810 

- — 

1.88 

0.30 

0.03 

2.21 

3.63 

1.52 

6811 

— 

1.49 

0.24 

0.02 

1.75 

3.72 

1.59 

6812 

— 

3.11 

0.99 

0.26 

4.36 

6.15 

3.11 

6813 

— 

3.56 

1.16 

0.37 

5.09 

7.99 

4.27 

6924 

183 

6.14 

2.96 

0.56 

9.66 

15.66 

9.09 

6775 

131 

2.40 

0.35 

0.03 

2.78 

5.18 

2.50 

6776 

128 

1.40 

0.17 

0.01 

1.58 

3.72 

1.59 

6777 

124 

1.20 

0.15 

0.02 

1.37 

3.72 

1.59 

6778 

127 

1.50 

0.23 

0.11 

1.84 

2.85 

1.04 

6779 

111 

2.20 

0.58 

0.11 

2.89 

4.40 

2.01 

6780 

187 

6.00 

3.10 

0.63 

9.73 

16.63 

9.70 

6731 

— 

12.00 

7.00 

6.00 

25.00 

54.66 

33.60 

6782 

— 

3.50 

1.20 

0.29 

4.99 

7.70 

4.09 

6783 

— 

3.00 

0.88 

0.19 

4.07 

6.05 

3.05 

6784 

132 

2.60 

0.58 

0.03 

3.21 

4.60 

2.13 

6785 

— 

3.20 

1.10 

0.23 

4.53 

6.63 

3.41 

6786 

85 

2.60 

0.74 

0.17 

3.51 

4.60 

2.13 

6787 

150 

4.40 

1.90 

0.33 

6.63 

9.16 

5.00 

6788 

161 

5.50 

3.40 

0.54 

9.44 

18.08 

10.61 

6688 

— - 

3.1 

0.89 

0.22 

4.21 

5.95 

2.99 

6689 

— 

3.0 

1.00 

0.23 

4.23 

6.25 

3.17 

6690 

— 

3.6 

1.30 

0.36 

5.26 

7.99 

4.27 

6691 

— 

3.2 

1.10 

0.32 

4.62 

6.83 

3.54 

6692 

— 

3.5 

1.20 

0.36 

5.06 

7.02 

3.66 

6693 

— 

3.0 

0.86 

0.21 

4.07 

5.76 

2.87 

6694 

— 

3.1 

0.98 

0.20 

4.28 

6.15 

3.11 

6695 

— 

2.7 

0.67 

0.10 

3.47 

5.08 

2.44 

6696 

— 

2.9 

0.96 

0.24 

4.10 

6.25 

3.17 

6697 

— 

3.0 

0.85 

0.19 

4.04 

5.86 

2.93 

6698 

— 

3.0 

1.00 

0.27 

4.27 

6.25 

3.17 

6699 

— - 

2.8 

0.85 

0.20 

3.85 

5.86 

2.93 

6700 

— 

3.1 

1.10 

0.28 

4.48 

6.44 

3.29 

6701 

— 

3.2 

1.00 

0.24 

4.44 

6.54 

3.35 

1  •  Brandes  method. 

2  ■  Recalibrated  IR  method* 


TABLE  1.  AROMATICITY  FOR  LUBRICATING  OILS  (Cont'd) 


Number 

Specific 

Dispersion 

Value 

Mono-Ring 

Ultraviolet 
Di-Ring  Tri-Ring 

Total 

IR1 

IR2 

AL- 

6702 

___ 

3.7 

1.30 

0.27 

5.27 

7.80 

6797 

— 

2.83 

0.78 

0.17 

3.78 

6801 

— 

2.89 

0.17 

3.85 

5.76 

6802 

— 

2.97 

0.77 

0.15 

3.89 

5.57 

2.74 

6303 

- —  • 

2.72 

0.67 

0.11 

3.50 

5.08 

2.44 

6804 

— 

2.60 

0.64 

0.10 

3.34 

4.98 

2.38 

6805 

— 

3.07 

1.03 

0.23 

4.33 

6.25 

3.17 

6806 

— - 

5.71 

3.30 

1.24 

10.25 

24.10 

14.39 

6307 

— 

2.88 

0.80 

0.19 

3.87 

5.86 

2.93 

6803 

— 

3.13 

0.49 

0.05 

3.67 

5.08 

2.44 

6309 

— 

2.99 

0.82 

0.19 

4.00 

5.66 

2.80 

6314 

— 

3.14 

0.98 

0.26 

4.38 

6.25 

3.17 

6815 

— 

2.94 

0.79 

0.18 

3.91 

5.57 

2.74 

6316 

— 

2.95 

0.89 

0.17 

4.01 

5.95 

2.99 

6317 

— 

2.85 

0.82 

0.17 

3.84 

5.66 

2.80 

6918 

130 

3.48 

1.13 

0.27 

4.88 

6.83 

3.54 

6919 

- - 

5.34 

2.45 

0.63 

8.42 

12.84 

7.32 

6929 

— 

3.55 

1.01 

0.15 

4.71 

5.95 

2.99 

6930 

— 

3.1 

1.03 

0.19 

4.41 

6.83 

3.54 

6931 

- — 

3.16 

1.02 

0.19 

4.37 

6.73 

3.48 

6932 

— 

3.19 

1.07 

0.20 

4.46 

6.44 

3.29 

6920 

— 

6.28 

3.12 

0.58 

9.98 

16.63 

9.70 

6921 

— 

5.20 

1.82 

0.36 

7.38 

10.51 

5.85 

6922 

— 

2.93 

0.88 

0.18 

3.99 

5.95 

2.99 

6925 

- — 

5.88 

3.15 

1.14 

10.17 

18.76 

11.04 

6926 

— 

5.56 

2.79 

0.95 

9.30 

13.81 

7.93 

6927 

4.90 

1.85 

0.55 

7.30 

12.84 

7.32 

6928 

— 

4.99 

1.95 

0.42 

7.36 

11.39 

6.40 

1  -  Brandes  method. 

2  *  Recalibrated  IR  method. 


The  Brandes  method  data  are  consistently  high  as  expected  since  the  equation 
has  a  1.2  weight  %  ring  carbon  intercept  term.  The  slope  of  the  curve 
appears  to  be  slightly  greater  than  it  should  be. 

The  recalibrated  IR  data  are  somewhat  closer  to  the  expected  values,  although 
generally  low.  Some  of  these  data  actually  agree  well  with  the  UV  data.  The 
disagreement  of  the  IR  data  can  be  expected  since  substitution  on  the  ring, 
geometry,  and  symmetry  will  all  affect  the  IR  absorptivity  of  the  ring  struc- 
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FIGURE  3.  COMPARISON  OF  AROMATICITY  DATA  FROM  SEVERAL  METHODS 
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ture.  The  surprisingly  good  agreement  is  an  indication  of  the  validity  of  the 
UV  method. 


It  should  be  pointed  out  that,  for  the  sake  of  clarity,  all  data  points  have 
not  been  plotted.  Many  other  data  points  occur  among  those  which  are  il¬ 
lustrated. 


VII.  CONCLUSIONS 

It  may  be  concluded  from  the  data  shown  and  the  experience  gained  in  ob¬ 
taining  these  data,  that  a  very  powerful  and  meaningful  method  has  been 
developed  and  applied.  The  UV  method  not  only  gives  weight  %  ring  carbon, 
but  also  gives  the  configuration  of  the  rings.  These  data  are  being  cor¬ 
related  to  practical  performance  data  and  should  form  a  base  for  a  better 
understanding  of  fuel  and  lubricant  technology. 
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COMMANDER 

ATTN  ATSE-CDM  1 

US  ARMY  ENG  SCHOOL 
FORT  BELVOIR  VA  22060 

DEPARTMENT  OF  THE  NAVY 

COMMANDER 

ATTN  AIR  53645 (MR  GOLLEGEMAN)  1 

AIR  52032E(MR  WEINBURG)  1 

US  NAVAL  AIR  SYS  CMD 
WASHINGTON  DC  20361 
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DEPARTMENT  OP  THE  WAVY  (CONT'D) 
COMMANDER 

ATTN  TECH  LIBRARY  (ORD  9132)  2 

NAVAL  ORDNANCE  SYSTEMS  COMMAND 
WASHINGTON  DC  20360 

COMMANDER 

ATTN  CODE  60612(MR  L  STALLINGS)  1 
NAVAL  AIR  DEVELOPMENT  CTR 
WARMINSTER  PA  18974 


COMMANDER 

ATTN  CODE  6200  1 

CODE  6180  1 

NAVAL  RES  LAB 
WASHINGTON  DC  20375 

COMMANDER 

ATTN  CODE  6 170 (MR  H  RAVNER)  1 

CODE  6 110 (DR  HARVEY)  1 

NAVAL  RES  LAB 
WASHINGTON  DC  23075 

COMMANDER 

ATTN  CODE  PE-72 (MR  D’ORAZIO)  1 

CODE  PE-71 (L  MGAITTI)  1 

NAVAL  AIR  PROPULSION  CTR 
TRENTON  NJ  08628 

SUPERINTENDENT 

ATTN  TECH  REPORTS  SECTION  1 


US  NAVAL  POST  GRADUATE  SCHOOL 
MONTEREY  CA  93940 

CDR,  NAVAL  FACILITIES  ENGRti  CMD 
CIVIL  ENGR  SUPPORT  OFC 
ATTN  CODE  15312A(EOC  COOK)  1 

NAVAL  CONSTRUCTION  BATTALTION  CTR 
PORT  HUENEME  CA  93043 

COMMANDER 

ATTN  CODE  6101F(MR  R  LAYNE)  1 

NAVAL  SHIP  ENG  CTR 
WASHINGTON  DC  20362 

COMMANDER 

ATTN  TECH  LIBRARY  1 

CODE  2830 (MR  G  MOSMAJIAN)  1 

CODE  2831  1 

DAVID  TAYLOR  NAVAL  SHIP  RAD  CTR 
ANNAPOLIS  MD  21402 


COMMANDANT 

ATTN  CODE  AZ  1 

CODE  A04H  1 

DEPT  OF  THE  NAVY 
US  MARINE  CORPS 
WASHINGTON  DC  20380 

COMMANDANT 

ATTN  LMM(MAJ  GRIGGS)  1 

LPP(MAJ  SANBERG)  1 

DEPT  OF  THE  NAVY 
US  MARINE  CORPS 
WASHINGTON  DC  20380 

COMMANDER 

ATTN  CODE  1032B(MR  BURRIS)  1 

NAVAL  FACILITIES  ENG  CMD 
200  STONEWALL  ST 
WASHINGTON  DC  22332 

COMMANDER 

JOINT  OIL  ANALYSIS  PROGRAM-TECH 
SUPPORT  CTR 

BLOG  780  1 

NAVAL  AIR  STATION 
PENSACOLA  FL  32508 

COMMANDER 

ATTN  CODE  92727 (MR  O'DONNEL)  1 

NAVAL  AIR  ENG  CTR 
NAVAL  AIR  STATION 
LAKEHURST  NJ  08733 


CHIEF  OF  NAVAL  RES 

ATTN  CODE  473  (DR  R  MILLER)  1 

ARLINGTON  VA  22217 

COMMANDER 

ATTN  AFML/MBT  1 

AFML/MXE  1 

USAF  MATERIALS  LAB  (AFSC) 
WRT-PTRSN  AFB  OH  45433 

HEADQUARTERS 

ATTN  RDPT (MR  EAFFY)  1 

US  AIR  FORCE 
WASHINGTON  DC  20330 

COMMANDER 

ATTN  SAAMA  (SAOQ)  1 

HEADQUARTERS 


SAN  ANTONIO  AIR  MATERIAL  AREA 
KELLY  AFB  TX  78241 
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COMMANDER 

ATTN  CODE  92727 (MR  O'DONNEL)  1 

NAVAL  AIR  ENG  CTR 
NAVAL  AIR  STATION 
LAKEHURST  NJ  08733 

COMMANDER,  NAVAL  FAC  ENGR  CTR 
ATTN  CODE  1202B(MR  R  BURRIS)  1 

CODE  I 20B (MR  BUSCHELMAN)  I 

200  STONEWALL  ST 
ALEXANDRIA  VA  22322 

DEPARTMENT  OF  THE  AIR  FORCE 


COMMANDER 

ATTN  AFML/MBT  1 

AFML/MXE  1 

USAF  MATERIALS  LAB  (AFSC) 
WRT-PTRSN  AFB  OH  45433 

HEADQUARTERS 

ATTN  RDPT(MR  EAFFY)  1 

US  AIR  FORCE 
WASHINGTON  DC  20330 

COMMANDER 

ATTN  SAAMA  (SAOQ)  1 

HEADQUARTERS 

SAN  ANTONIO  AIR  MATERIAL  AREA 
KELLY  AFB  TX  78241 

COMMANDER 

ATTN  AFWAL/POSF(MR  HOWARD  JONES) 1 

AFWAL/POSL(MR  CHURCHILL)  1 

AFWAL/MLSE  1 

AFWAL/MLBT  1 

US  AIR  FORCE  WRIGHT  AERONAUTICAL 
LAB 

WRT-PTRSN  AFB  OH  45433 


COMMANDER 

ATTN  SAALC/SFQ(MR  MAKRIS)  1 

SAALC /MMPRR ( MR  ELLIOT)  1 

USAF  SAN  ANTONIO  AIR  LOGISTIC  CTR 

KELLY  AFB  TX  78241 

COMMANDER 

ATTN  MMEAP  1 

WR-ALC/MMIRAB  1 

(MR  GRAHAM)  1 

USAF  WARNER  ROBINS  AIR 
LOGISTICS  CTR 
ROBINS  AFB  GA  31098 


OTHER  GOVERNMENT  AGENCIES 

US  DEPARTMENT  OF  TRANSPORTATION 
ATTN  AIRCRAFT  DESIGN  CRITERIA 
BRANCH  2 

FEDERAL  AVIATION  ADMIN 
2100  2ND  ST  SW 
WASHINGTON  DC  20590 

US  DEPARTMENT  OF  ENERGY 
DIV  OF  TRANS  ENERGY  CONSERV  2 
ALTERNATIVE  FUELS  UTILIZATION 
BRANCH 

20  MASSACHUSETTS  AVENUE 
WASHINGTON  DC  20545 

DIRECTOR 

NATL  MAINTENANCE  TECH  SUPPORT 
CTR  2 

US  POSTAL  SERVICE 
NORMAN  OK  73069 

US  DEPARTMENT  OF  ENERGY 
BARTLESVILLE  ENERGY  TECH  CTR 
DIV  OF  PROCESSING  &  THERMO  RES  1 
DIV  OF  UTILIZATION  RES  1 

BOX  1398 

BARTLESVILLE  OK  74003 

SCI  &  TECH  INFO  FACILITY 

ATTN  NASA  REP  (SAK/DL)  1 

BOX  33 

COLLEGE  PARK  MD  20740 
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